[The development of a two-channel impedance pneumography].
To obtain respiratory signals with impedance method at two measuring frequencies, a high-performance two-channel impedance pneumography was implemented and the software including acquisiting data, showing waves, storing datas were developed. Human experiment was done and the results were also presented.